Mobile gravimetry is important in metrology, navigation, geodesy, and geophysics. Atomic gravimeters could be among the most accurate mobile gravimeters, but are currently constrained by being complex and fragile. Here, we demonstrate a mobile atomic gravimeter, measuring tidal gravity variations in the laboratory as well as surveying gravity in the field. The tidal gravity measurements achieve a sensitivity of 37 μGal/√Hz (1 μGal=10 nm/s 2 ) and a long-term stability of better than 2 μGal, revealing ocean tidal loading effects and recording several distant earthquakes. We survey gravity in the Berkeley Hills with an uncertainty of around 0.04 mGal and determine the density of the subsurface rocks from the vertical gravity gradient. With simplicity and sensitivity, our instrument paves the way for bringing atomic gravimeters to field applications.
Introduction
Light-pulse atom interferometers (1) have been used to measure inertial forces (2-6) and fundamental constants (7, 8) , test fundamental laws of physics (9) , and search for physics beyond the standard model (10) . Gravimeters based on atom interferometry are among the most accurate and sensitive tools for measuring gravity (11, 12) . By contrast to instruments based on springs (13) , superconducting coils (14) , microelectromechanical devices (15) , or falling corner cubes (16) , atomic gravimeters rely on matter-wave interferometry with a freely falling atomic cloud. Matter waves are directed into two interferometer arms by the momentum of photons, extremely well-defined through the laser wavelength. Transportable atomic gravimeters are being developed towards metrology (17) (18) (19) (20) (21) (22) , airborne sensing (23) , shipborne surveys (24) , and field applications (25) (26) (27) (28) (29) . They typically reach sensitivities around 5 to 100 μGal/√Hz (1 μGal=10 nm/s 2 ) in the laboratory (17-21, 25, 27) , but the only atomic gravimeter used in gravity surveys achieves a precision of only~1 mGal on a ship (24) . Meanwhile, precise mobile gravimetry is valuable in broad areas. Gravity measurements with an uncertainty of a few μGal are required for using the Watt balance to realize the new definition of the kilogram (30) . The use of gravity reference maps to aid inertial marine navigation requires onboard gravimeters with at least mGal accuracy (31) . Seasonal aquifer fluctuations can be monitored by sensing μGal-scale gravity changes (32) . These examples illustrate that atomic gravimeters must be not only sensitive, but also mobile and reliable in field conditions.
Here, we demonstrate lab-and field-operation of a mobile atomic gravimeter. We achieve a sensitivity of 37 μGal/√Hz and a stability of better than 2 μGal in half an hour. Comparing the measured gravity with a solid-earth tide model, the atomic gravimeter is sensitive enough to reveal ocean tidal loading effects and to measure seismic waves of distant earthquakes. The atomic gravimeter measures absolute gravity in the laboratory with an uncertainty of 0.02 mGal, confirmed by a spring-based relative gravimeter referencing to a site with known absolute gravity. Furthermore, the mobility allows us to measure gravity in the field with a resolution of around 0.5 mGal/√Hz, depending on environmental noise. We implement gravity surveys in the Berkeley Hills along a route of~7.6 km and an elevation change of~400 m. At each static measurement location, it takes about 15 minutes to set up the gravimeter and a few minutes to measure gravity with an uncertainty of around 0.04 mGal. From the measured vertical gravity gradient, the density of subsurface rocks is estimated to be 2.0(2) g/cm 3 . Geodetic and geophysical studies, such as refining the geoid, resource exploration, hydrological studies, and hazard monitoring, can benefit from precise absolute gravity measurements using field-operating atomic gravimeters.
Results

Mobile atomic gravimeter
The mobile atomic gravimeter is based on an atom interferometer, schematically shown in Fig.  1A . It features a magneto-optical trap (MOT) inside a pyramid mirror with a through-hole. This novel geometry offers many advantages. First, it acts as a differential pumping stage between the MOT and atom interferometry regions. A vapor pressure ratio of more than 10:1 (see fig. S1 in Supplementary Materials) accelerates atom-loading speed and decreases background noise in atom detection. We achieve a signal-to-noise ratio of 200:1 (see fig. S1 in Supplementary Materials) and reduce systematic effects from the refractive index of background atoms, particularly important when the laser is at a small detuning (see Materials and Methods). Second, it allows the MOT and interferometer laser beams to have different waists such that we can obtain both a large MOT volume and high Raman-beam intensity with the available laser power. Third, the atomic gravimeter takes advantage of retroreflection from a vibration-isolated mirror, and is insensitive to vibrations of the pyramid mirror. Thus, the vibration isolation is simpler and more effective than in traditional pyramidal atomic gravimeters (26) (27) (28) . Finally, using a flat mirror as the retroreflector eliminates the systematic effects from imperfections in the pyramidal top angle and wavefront aberration due to the pyramid edges.
The MOT beam and its reflections off the pyramid mirror and the retroreflector trap~5×10 7 cesium atoms in a 150-ms loading time. Polarization gradient cooling, after switching off the MOT magnetic fields, further cools the atoms to~2 μK. The atoms are then released to fall freely under gravity. A microwave pulse transfers~5×10 6 atoms from the state F =4, m F =0 into F =3, m F =0 (where F and m F are the total spin quantum numbers). A resonant laser pulse clears away atoms left in F =4.
Atom interferometry is performed underneath the pyramid mirror using Doppler-sensitive two-photon Raman transitions between the F =3 and F =4 hyperfine ground states, driven by two laser beams with wave vectors k 1 and k 2 . We use a Mach-Zehnder geometry, as shown in Fig.  1B . A π /2 pulse can place the atoms into a superposition of the two states. A π pulse can fully transfer atoms from one state to the other. The three pulses are equally spaced by a pulse separation time T and their durations are 4, 8, and 4 μs, respectively. Since the atoms move in free-fall, they see a Doppler-shifted laser frequency. To compensate this effect, we linearly ramp the laser frequency difference between the two beams with a rate of α . The population fraction of the atoms in the two states can be used to estimate the phase difference Δ φ between the two interferometer arms, P = P 0 +( C /2)cos(Δ φ ), where P 0 is the normalized background population and C is the contrast. For atomic gravimeters, the phase difference Δ φ =( k eff · g -α ) T 2 , where k eff = k 1 -k 2 is the effective wave vector of the interferometer beams and g is the gravitational acceleration. By varying α , the interference fringes, and thus the acceleration, can be obtained (Fig. 1C) .
The cos(Δ φ )-dependence of the fringes introduces an ambiguity in the gravity measurement that we resolve by using different pulse separation time. To measure absolute gravity, we start with a short T of several ms to obtain a unique but coarse measurement, and process finer measurements with longer T . For each T , we reverse the wave vectors to reduce the systematic effects from the magnetic gradient and the first-order light shift (33) . This procedure is performed automatically at the start of a new measurement (see fig. S2 in Supplementary Materials).
All laser beams necessary for the MOT, interferometry, and detection are generated from a single diode laser using three acousto-optic modulators and one fiber-based electro-optic modulator (see Materials and Methods and fig. S3 in Supplementary Materials). The 50-mW cooling beam has a waist of 13 mm (1/ e 2 radius) and the 25-mW Raman beam has a waist of 5 mm. They are combined before entering the vacuum chamber. A liquid crystal retarder switches between circular and linear polarization. For trapping atoms, counterpropagating σ + / σ − polarization pairs are formed inside the pyramid thanks to the pyramidal geometry. For atom interferometry, lin ⊥ lin polarization is used. The single-photon detuning of the Doppler-sensitive two-photon Raman transition is -158 MHz relative to F =4→ F' =5. At this detuning, we obtain a π pulse of as short as 8 μs. Thanks to the fast Rabi frequency, more than 60% of the total atoms can be addressed without velocity selection of the atomic cloud. With an effect of all the Raman laser sidebands, this detuning can also cancel the differential AC Stark shift, strongly reducing systematic effects (28) . For T =10 ms, we obtain a fringe contrast higher than 30%. For T =120 ms, we achieve fringe contrast of 16% (Fig. 1C) , which may be limited by the broad velocity width of the atomic cloud and the inhomogeneous Rabi flopping of the interferometer pulses across the cloud. Figure 2 illustrates the long-term tidal gravity variation measured over 12 days by the atomic gravimeter. We operated the atom interferometer with T =130 ms and active vibration isolation (see Materials and Methods and fig. S4 in Supplementary Materials). The cycle time was 0.481 s. Fitting an interference fringe with 16 drops, one gravity measurement took 7.696 s (see fig.  S5 in Supplementary Materials for the gravity data per fringe). Figure 2A shows the mean value of the gravity data over every 2 hours compared with a solid-earth tide model (34) .
Tidal gravity measurements
Because our laboratory is about 4.5 km east of the San Francisco Bay, the ocean tidal loading effect on gravity at our location is significant and is not accurately described in available models (35) . Figure 2B shows that the residual gravity variation is correlated to the water-level variation measured in the Bay. As shown in Fig. 2C and 2D, the ocean tidal loading leads to the peaks in the Allan deviation and the power spectral density in a period-band between 6-24 hours. After correcting for the solid-earth tide, the sensitivity of the atomic gravimeter is 37 μGal/√Hz and the stability in half an hour is better than 2 μGal (see Fig. 2C and Materials and Methods). During the tidal gravity measurements, the atomic gravimeter recorded seismic wave trains from several distant earthquakes. Because the frequency of the seismic waves generated by the earthquakes was much lower than the resonant frequency of the active vibration isolation, the ground motion passed through linearly and moved the retroreflector vertically. Thus, the atomic gravimeter measured the vertical acceleration of the seismic waves. Figure 3 illustrates a comparison between the atomic gravimeter and one of the seismometers in the Berkeley Digital Seismic Network. On January 5 2019, a 6.8-magnitude and 570-km-deep earthquake occurred in Brazil at 19:25 UTC. After about 20 minutes, body waves from this earthquake were detected by both the atomic gravimeter and the seismometer. On January 6 2019, a 6.6-magnitude and 43-km-deep earthquake occurred in Indonesia at 17:27 UTC, and its dispersive Rayleigh surface wave arrived at Berkeley around 18:16 UTC. According to the measured acceleration as a function of time, the vertical component of the Rayleigh wave had a period of~30 s and a peak-to-peak amplitude of ~90 μm.
Fig. 3. Earthquake seismic waves detected in Berkeley.
The atomic gravimeter measures the vertical acceleration of the seismic waves with an update rate of 0.13 Hz. The seismic signal is the vertical channel of the seismometer located in Haviland Hall on the UC Berkeley campus. It is in arbitrary unit and has an update rate of 0.1 Hz.
Systematic effects and repeatability
To investigate the accuracy of the atomic gravimeter, we estimated the systematic effects. With major errors from the magnetic fields and the refractive index of background vapor, the total systematic error is 0.015 mGal and the measurement bias is -0.008 mGal (see Materials and Methods and Supplementary Materials for details).
To verify the repeatability after transporting the atomic gravimeter, we measured gravity on different floors of Campbell Hall on the UC Berkeley campus, comparing with the gravity differences measured by a spring-based relative gravimeter (CG-5, Scintrex). The atomic gravimeter measured 979 955.61(2) mGal on the floor of the basement (in the laboratory). This value matches one estimated by the relative gravimeter, 979 955.58(1) mGal, using standard gravity surveying techniques (36) and referencing to a gravity station with known absolute gravity, on the USGS campus in Menlo Park, California.
We took fringes with T =70 ms for the measurements on the upper floors. The measurement had an unambiguous range of 8.7 mGal, larger than the gravity variation in the building. Because the seismometer in the active vibration isolation needs several hours to warm up after transport, we did not use the active system but only the passive stage. The atomic gravimeter achieved a sensitivity of around 0.2 mGal/√Hz depending on vibrational noise. Though the sensitivity on higher floors decreased due to stronger vibration noise, the gravimeter took data for several minutes on each floor and thus ensured a statistical uncertainty below 0.05 mGal. The experiment of measuring gravity on the floors of the building was carried out by only one person within 3 hours, most of the time spent on transporting and realigning to the vertical axis (see Materials and Methods).
Taking the basement-floor gravity as a reference, Fig. 4 compares the gravity variation from the atomic gravimeter and the relative gravimeter (see table S2 in Supplementary Materials for the absolute gravity on each floor). We excluded the gravity measured on the basement floor when fitting the gravity gradient because the gradient is expected to be significantly different below and above the ground level. The atomic gravimeter measures a vertical gravity gradient of -0.289(3) mGal/m, and the relative gravimeter obtains -0.285(1) mGal/m, matching within the statistical error. These gradients are smaller than the free-air gradient (-0.3086 mGal/m), indicating the gravitational effect of the mass of the building. 
Gravity survey in Berkeley Hills
To demonstrate the use of the atomic gravimeter in the field, we measured absolute gravity in the Berkeley Hills. As shown in Fig. 5A , the route had a length of~7.6 km and an elevation change of~400 m. We operated the atomic gravimeter inside a vehicle using passive vibration isolation and measured gravity at 6 locations. At each location, it took about 15 minutes to set up the gravimeter, including powering-up the instrument and aligning the interferometer beam to the gravity axis (see Materials and Methods). Due to increased vibrational noise in the field, the sensitivity of the gravimeter was around 0.5 mGal/√Hz. We first determined the absolute gravity with T =10 ms and increased with steps of 10 ms, and finally took more fringes with T =70 ms to reach a statistical uncertainty of around 0.03 mGal. A microcontroller system managed this procedure automatically (see Materials and Methods). Considering the systematic effects, the uncertainty of the gravity values was around 0.04 mGal (see Materials and Methods). The laser system required no realignment during the 7-hour survey, with air temperature changing by 12 °C and significant transport vibrations.
The gravity changes by -92.6 mGal from the base to the peak of the Berkeley Hills (see table S3 in Supplementary Materials for the absolute gravity at each measurement location). To determine the vertical gravity gradient, the measured gravity is corrected for solid-earth tides, latitude variations, and terrain effects (see Materials and Methods). Figure 5B illustrates the gravity anomaly as a function of the elevation. The vertical gravity gradient is -0.225 (10) mGal/m, a value that is 0.084(10) mGal/m smaller than the free-air gradient because of the mass of the rocks forming the Berkeley Hills. This gradient yields an average density value of the Berkeley Hills of 2.0(2) g/cm 3 . The vertical gravity gradient and the average density match those calculated from USGS gravity stations (37) collected in 1998 along the same path (see Materials and Methods). 
Discussion
We have developed a mobile atomic gravimeter and performed tidal gravity measurements and gravity surveys. Our instrument uses a novel pyramidal MOT that takes advantage of single-beam atom interferometry and offers differential pumping, simple laser-to-gravity alignment, and enhanced vibration isolation. Our atomic gravimeter is mobile, compact, and robust over transport in the field while maintaining comparable sensitivity to other transportable atomic gravimeters (17) (18) (19) (20) (21) (22) (23) (24) (25) (26) (27) (28) (29) . These features make it a candidate for geodetic and geophysical applications requiring precise mobile gravimetry (38) .
Though spring-based gravimeters and falling corner cube gravimeters are popular transportable instruments, atomic ones are developing rapidly. Atomic and classical gravimeters have been compared in the laboratory (17, 18, 20, 27) . Spring-based gravimeters can measure gravity variations with a sensitivity of tens of μGal/√Hz, but their accuracy depends on the compensation of spring drifts and reference to gravity stations with known absolute gravity. Falling corner cube gravimeters can measure the absolute value of the local gravity, but their mechanical dropping and lifting system may not be suitable for continuous long-term operations. By contrast, atomic gravimeters can continuously measure absolute gravity with sensitivity and accuracy that are comparable to classical gravimeters. In the future, a field campaign of different types of gravimeters would provide more perspectives on the strengths and weaknesses of different gravimeter technologies with regards to particular applications.
The sensitivity of our atomic gravimeter is currently limited by vibrational noise. However, the sensitivity as a function of the pulse separation time indicates that we can further improve the sensitivity by dropping the atomic cloud longer (see fig. S4 in Supplementary Materials). To increase the gravity measurement rate, we can sample the fringes with fewer points, such as by alternating the laser phase around the rising and falling slopes. Because the local gravity is affected by the tidal effects, the inaccurate tide model at our location constrains the accuracy of the long-term stability measurement and the systematic effect evaluation. A gravity comparison at a geophysical observatory would allow us to characterize them more accurately (39) . With these improvements, a more accurate measurement of the ocean tidal loading effect may be useful for investigating the Earth's mass structure and its variation with time at levels beyond current precision (35, 38) . In addition, atomic gravimeters with mobility, sensitivity, and accuracy may find more applications in detecting tunnels, sensing underground water storage, and monitoring earthquake and volcano activity.
Materials and Methods
Apparatus
The atomic gravimeter is installed in a 1 m × 0.8 m × 1.7 m (L×W×H) cart (Fig. 5C) . It weighs around 100 kg, mostly due to the lithium battery power supply, vibration isolation stage, and cart. The cart has two columns, one for the electronic system and the other for the vacuum system. The laser unit consists of two 60 cm × 46 cm optical breadboards placed at the top level of the cart. The total power consumption is about 250 W. For field operation, the gravimeter is powered by a 1450-Wh lithium power station (Yeti 1400, Goal Zero). A gas generator is used as a backup power supply. The vehicle used for the gravity surveys is a 15-ft truck (Fig. 5D ).
Pyramid mirror
The pyramid mirror is in a glass cube of 40 mm × 40 mm × 40 mm (Fig. 1A) . The diameter of the center hole is 10 mm. Its inner faces are coated with protected gold in order to generate equal phase shift between two orthogonal polarizations for the reflections. The pyramid mirror is attached to an aluminum holder and fixed to the bottom vacuum flange by rods. Its outside dimension is designed to fit within the vacuum chamber with a tolerance of ±0.5 mm.
Vacuum chamber
The vacuum chamber is a 0.6-m-long glass cylinder with an outside diameter of~60 mm ( fig.  S1 ). The glass cylinder has two 0.1-m-long rectangular cells in the middle. They are separated by about 0.3 m. The pyramid mirror is in the top cell and the atoms are detected in the bottom cell. The pressure in the interferometry region is 1×10 -9 torr measured by the ion pump (5S, Gamma Vacuum), of which~3×10 -10 torr is cesium vapor (when the dispenser is off, the residual pressure is 7×10 -10 torr). The cesium pressure in the MOT region is~1×10 -8 torr estimated by fluorescence detection.
Laser system
The laser system ( fig. S3 ) uses only one 240-mW distributed Bragg reflector diode laser (PH852DBR, Photodigm) with 852-nm wavelength and 500-kHz linewidth. The laser is frequency-stabilized by polarization spectroscopy in a cesium vapor cell, nominally to the F =4→ F '=4/ F =4→ F '=5 crossover line. An acousto-optical modulator (AOM) can vary the laser frequency relative to the spectroscopy by ±15 MHz to switch between frequencies needed for trapping the atoms and for detecting them after interferometry. A 125-MHz frequency change is available by adding a bias voltage to the spectroscopy signal, which changes the lock point to the F =4→ F '=4 line. This is used to generate a~140-MHz red detuning for polarization gradient cooling. Another AOM acts as an overall on/off switch for the beam and shifts it to about -10 MHz from F =4→ F' =5 to act as the cooling beam. The beam is coupled into a polarization maintaining fiber. A fraction of the beam is deflected by another AOM and sent through a fiber-coupled electro-optical phase modulator (EOM), which generates the repumping frequency as a sideband. Though the repumping beam has a smaller waist than the cooling beam, we do not observe a decrease in the number of atoms. For interferometry pulses, most power is directed through the EOM, and the carrier and one sideband serve as the frequency pair to drive Raman transitions. The high peak power does not degrade the EOM lifetime because of the short pulse time. Fluorescence detection is performed using the MOT laser.
Electronic system
The electronic system includes a microcontroller system, drivers for the laser and modulators, and a microwave frequency chain. The microwave frequency chain is a phase-lock loop that stabilizes the microwave frequency of a dielectric resonant oscillator to the high-order harmonic of a phase-locked radio-frequency oscillator. By varying the offset frequency, the microwave frequency chain can produce the frequency of the cesium clock transition as well as ramp the frequency to compensate for the Doppler shift of the freely falling atomic clouds. The electronic system refers to a 10-MHz Rubidium clock (PRS10, Stanford Research System). The microcontroller system generates all the controlling digital and analog signals, and measures the analog signal from the photodetector to obtain an interference fringe. A detailed implementation of the microcontroller system can be found in Ref. 40 . 
Vibration isolation
Alignment procedure
Before measuring gravity, we first adjust the leveling feet of the cart using a bubble level on top of the vacuum chamber. Second, we adjust the leveling feet under the vibration isolation table using a bubble level on the seismometer. Third, we adjust the retroreflector using an electronic tilt sensor (700-series, Applied Geomechanics) with a resolution of 1 μrad. Fourth, we align the interferometer beam to be perpendicular to the retroreflector by adjusting the pair of mirrors after the telescope. We achieve this by overlapping the reflection beam and the incident beam through a pinhole, with an accuracy of about 50 μrad. Last, we adjust the cooling beam to center the atomic cloud with respect to the pyramid hole.
Systematic effects
The total systematic error of our mobile atomic gravimeter is (-8±15) μGal (table S1) . Here, we briefly discuss those contributions that produce an error larger than 1 μGal.
Magnetic fields. The cesium ground state hyperfine splitting exhibits a quadratic Zeeman effect of 0.43 kHz/G 2 . A homogenous magnetic field has no influence on the phase of a Mach-Zehnder atom interferometer, but a magnetic-field gradient B' on top of a bias field B 0 can add an effective force that is proportional to B 0 B '. To characterize the shift, we vary B 0 and find that the gravity measurement is modified by~1.8 mGal/G. Wavevector-reversal reduces this to (-9±28) μGal/G ( fig. S6) . At a nominal bias field of 0.3 G, this systematic is (-3±9) μGal.
Refractive index of background vapor. Operating with small detunings, we have to check whether the refractive index n of cesium background atoms generates a substantial systematic error. It is related to the atomic polarizability α , and thus to the AC Stark shift ω AC , by ( n -1)=2 παρ =2 πcρħω AC / I , where ρ is the number density of atoms, c is the speed of light in vacuum, and I is the laser intensity. The calculation of the AC Stark shift can be found in our previous paper (28) . This refractive index is averaged over the F =3 and F =4 ground states (background atoms are equally distributed in either state), the two Raman frequencies, and the 270-MHz-wide thermal distribution of the Doppler shifts. With a cesium partial pressure of (3±3)×10 -10 torr, the index of refraction is ( n -1)≈(-7±7)×10 -9 , corresponding to an error in the gravity measurement of about (-7±7) μGal.
Coriolis effect. The Coriolis effect causes an extra phase shift of 2 Ω ·( v × k eff ) T 2 and thus an error
where v is the initial velocity of the atoms and Ω is the Earth's rotation (42) . The Earth's rotation at the latitude of Berkeley has a horizontal component of 58 μrad/s. For a transverse velocity component of the atoms of (0±1) mm/s, the systematic is (0±6) μGal.
Vertical alignment after correction. To calibrate the alignment to the gravity axis, we measure gravity with different tilt angles of the retroreflector and fit the data with a bivariate quadratic function to obtain the gravity correction ( fig. S7 ). The standard error of the fit residual is ±5 μGal. For each measurement, the gravity values are corrected based on the real-time tilt and the fit function. After the correction, the systematic is (0±5) μGal. Differential AC Stark shift. A differential AC Stark shift between the hyperfine ground states a , b during Raman transitions adds a phase Δ φ AC =( δ 3 AC /Ω 3 -δ 1 AC /Ω 1 ) to the interferometer, where δ 1,3 AC = ω a AC -ω b AC are the differential AC Stark shifts during the 1st and 3rd pulse, and Ω 1,3 is the two-photon Rabi frequencies (11) . We work at a red detuning of 158 MHz relative to 4 to 5 transition and a modulation index β of 1.1, close to the zero crossing of the differential AC Stark shift (28) . Moreover, the AC Stark shift systematic is suppressed by cancellation between the first and third pulse, and by wavevector-reversal. In principle, the AC Stark effect systematic can be eliminated by varying the power P of the interferometry beam and extrapolating the measured gravity value to zero power. When we do this, we find no statistically resolved sign for an AC Stark effect, Δ g =(0±3) (Δ P / P ) μGal ( fig. S6 ).
Raman frequency offset. Off-transition Raman frequencies can result in interferometer phase shifts (43) . In a similar atomic gravimeter, Ref. 43 reported Δ g corresponding to~1.4 μGal/kHz due to the offset from the Raman frequencies. We scan the Raman frequencies and find that the resonance has a bandwidth of~70 kHz. Setting the Raman frequency to the peak has an error of (0±2) kHz. The systematic error to gravity is about (0±3) μGal. Two-photon light shift. Off-resonant Raman transitions can cause an additional phase shift (33) . For T =130 ms, the Doppler shift at the first Raman pulse is about 0.46 MHz and gets to about 6.44 MHz for the third pulse. A π pulse of 8 μs corresponds to a Rabi frequency of 62.5 kHz. Using Eq. (8) from Ref. 33 , the two-photon light shift leads to a phase shift of 32 mrad, corresponding to a down correction to g by 3 μGal. We estimate the error with the same magnitude of the correction. The systematic effect of two-photon light shift is (+3±3) μGal.
Wavefront aberrations. Wavefront aberrations combined with transverse motion of the atomic cloud leads to systematic phase shifts (42) . Upon retroreflection, the interferometer laser beam passes a λ /4 plate (specified at λ /4 flatness) and a vacuum viewport ( λ /4) twice; each pass causes wavefront aberrations proportional to n -1, where n ≈1.5 is the index of refraction. The mirror itself has λ /10 flatness. Added in quadrature, the three elements cause 0.4 λ total aberration. According to Eq. (6) in Ref. 42 , if this aberration has a parabolic shape over a 25.4-mm diameter, the optical phase change can be described as
4 m -2 ( R is the radius of curvature) and a horizontal velocity spread of σ v =1 mm/s (an upper limit obtained by detecting the cloud with a camera). It predicts a systematic effect of Δ g =2 Kσ v / k eff ≈2 μGal. Because the wavefront aberrations do not have a well-defined shape, we do not correct for this effect but treat it as an error estimate. Thus, the systematic effect of wavefront aberrations is (0±2) μGal.
Vertical gravity gradients. Vertical gravity gradients are of the order of 3 μGal/cm, which cause an error if the effective measurement height of the instrument is unknown. The instrument is mounted on adjustable feet, which contribute a ±0.5-cm change in the effective height when levelling the instrument. Other than that, the effective height is known with better than millimeter-precision relative to the pyramid mirror. This systematic error is about (0±2) μGal.
Gouy phase. The gradient of Gouy phase causes a relative decrease of Δ k eff / k eff = λ 2 /(2 πw 0 2 ) to the wavenumber and thus a scale-factor error that depends on the waist w 0 of the laser beam. For w 0 =5 mm, it amounts to Δ k eff / k eff =1.47 ppb, so that the measured value of g needs to be corrected up by~1 μGal. We estimate the error with the same magnitude of the correction. Thus, the systematic effect of Gouy phase is about (-1±1) μGal.
Laser frequency stability. Laser frequency drift leads to an error to the wavenumber Δ k eff / k eff =Δ ν / ν , where ν is the laser frequency. As we measure the laser frequency stability by beating with a reference laser over days, the standard deviation is about 300 kHz at an averaging time of 1 s. This systematic error is (0±1) μGal.
Self-gravity. Self-gravity of the instrument is dominated by the metal vacuum components, vibration isolation stage, and pyramid mirror. The metal vacuum components and vibration isolation stage attracts the atomic cloud downwards, while the pyramid mirror attracts it upwards. The total self-gravity is less than 1 μGal, so that we can neglect it.
Aperture effect. The intensity variation of the interferometer beam caused by aperture effect of the pyramidal hole is about 5% with a correlation length in the range of 100 to 200 μm, measured by a beam profiler. This effect on the accuracy of atomic gravimeters has been analyzed for 15% intensity variations and a similar correlation length (44) . It shows that such effects decrease rapidly to below 10 -9 as the thermal atom velocity exceeds a few mm/s, because atoms average over high-and low-intensity spots. The thermal expansion speed of our atomic cloud is about 1 cm/s, so that the potential position dependent phase shifts caused by the intensity ripple can be negligible.
Evaluation of gravity measurement
First, we characterize the short-term sensitivity and long-term stability of the atomic gravimeter by the Allan deviation of the measured residual gravity variation (Fig. 2C) . The short-term sensitivity is calculated from fitting the Allan deviations from about 7 to 200 s using a function scaling with √Hz. The short-term sensitivity indicates how the measurement precision improves with longer averaging time. The long-term stability is the Allan deviation at an averaging time of about 2 000 s, reflecting the best measurement precision. Second, we use standard uncertainty to evaluate the accuracy of the absolute gravity measurement. The value of the absolute gravity at each location is the mean value of more than 60 repetitive measurements. The uncertainty is the square root of a sum of statistical error and systematic error. We estimate the statistical error using the standard error of the mean. We investigate the systematic error according to the measurement method. We express the uncertainty of gravity values as a 1-σ (68%) confidence interval.
Latitude and terrain correction
We correct the gravity values collected in the Berkeley Hills for latitude variations using the WGS84 ellipsoidal gravity formula (45) to create latitude-corrected gravity anomalies. Further, we correct these gravity anomalies for the effects of terrain using a National Elevation Database 1-arc second (~30 m) digital elevation model and the Plouff approach (46) . The terrain correction is calculated in an annulus around a gravity station, with an inner radius of 50 m and an outer radius of 166.7 km, per standard practice. Most of the variability in the terrain correction among these stations arises from the terrain variability within 5-10 km of the stations. The local terrain is rougher at higher elevations in the Berkeley Hills than near their base, and local terrain effects always add to gravity (36) . Hence, accounting for the terrain will yield a vertical gravity gradient (VGG) that is smaller than the measured gradient and that can be used to estimate the density of the terrain via the Nettleton method (47). We first calculate terrain corrections using the standard density reduction value of 2.67 g/cm 3 to modify the measured VGG. This terrain-corrected VGG implies a density of the Berkeley Hills to be about 2.0(2) g/cm 3 . Then, we re-calculate the terrain corrections using that density to get a new terrain-corrected VGG that again implies a density value of 2.0(2) g/cm 3 .
To verify the measurement accuracy, we reference to the gravity stations that were collected in 1998 by the USGS at 10 sites (37) 3 , respectively, which are equivalent within uncertainties to the values determined from the mobile atom gravimeter. (34) . Bottom: Gravity residual between the measured gravity and the solid-earth tide model. Each dot is one measurement and takes 7.696 s. Data with residuals larger than 50 μGal has been removed, ~0.85% of the total. μGal, where the unit of ( x , y ) is volt and the sensitivity of the tilt sensor is 100 μrad/V. Zero correction (red dot) is at the tilt of (6.1, 9.0) V. Right: Fit residual. The standard error of the fit residual is ±5 μGal. 
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